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Abstract 

The laser ion source project at the IGISOL facility, Jyvaskyla, has motivated the development and construction of an rf sextupole 
ion beam guide (SPIG) to replace the original skimmer electrode. The SPIG has been tested both off-line and on-line in proton- 
induced fission, light-ion and heavy-ion induced fusion-evaporation reactions and, in each case, has been directly compared to the 
skimmer system. For both fission and light-ion induced fusion, the SPIG has improved the mass-separated ion yields by a factor 
of typically 4 to 8. Correspondingly, the transmission efficiency of both systems has been studied in simulations with and without 
space charge effects. The transport capacity of the SPIG has been experimentally determined to be ^lO^'^ ions s~^ before space 
Charge effects start to take effect. A direct comparison with the simulation has been made using data obtained via light-ion fusion 
evaporation. Both experiment and simulation show an encouraging agreement as a function of current extracted from the ion guide. 
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1. Introduction 

I The ion guide technique developed at the University of 
Jyvaskyla (JYFL) is an attractive method of producing ex- 
otic radioactive ion beams. It was originally conceived in 
order to overcome the long release times of the conventional 
ISOL approach, combined with the inability to produce re- 
fractory elements [1]. At IGISOL, the projectile beam hits 
a thin target and the reaction product nuclei recoil out into 
a fast-flowing buffer gas, usually helium. As the ions slow 
down and thermalize their charge state changes continu- 
ously via charge exchange processes with the gas atoms 
and impurities within the gas. A significant fraction, typ- 
ically 1-10%, reaches a singly-charged state. This fraction 
along with all other species is transported out of the ion 
guide with the gas flow, whereby the ions are skimmed 
from the neutral gas and are injected into the mass sepa- 
rator via stages of differential pumping. After acceleration 
to between 30- and 40 kV depending on the experimen- 
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tal requirements the beam is mass separated by a dipole 
sector magnet, allowing separation of nuclei and contami- 
nants with a typical mass resolving power of the order of 
250. The attractive features of this technique are the fast 
(^milliseconds) evacuation times resulting in a chemical 
insensitivity of the ion guide, and the universality of the 
production method making it possible to produce even the 
most refractory of elements. 

In order to improve the elemental selectivity of the ion 
guide technique and in some cases the efficiency, a laser 
ion source project, FURIOS (Fast Universal Resonant laser 
lOn Source), is under development [2j. Several laser ion- 
ization techniques are being developed. One is similar to 
the laser resonance ionization ion guide concept, IGLIS 
|3l4j , where pulsed lasers are used to selectively ionize neu- 
tral atoms within the gas cell volume [5]. In this method 
the lasers beams are transported into the ion guide either 
through a window on the rear of the cell or on the side, 
close to the exit hole. A second technique uses counter- 
propagating lasers beams to selectively ionize atoms after 
they have flowed out of the gas cell, within a radiofrequency 
guide located immediately after the ion guide . This is a 
variant of the so-called laser ion source trap (LIST) method 
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designed to be installed at the Resonance Ionization Laser 
Ion Source facility, ISOLDE, CERN [7j. By repelling the 
non-neutral fraction at the entrance to the radiofrequency 
guide, any ion transported to the extraction and accelera- 
tion stage of the mass separator is guaranteed to be a reso- 
nantly produced ion and therefore extremely high selectiv- 
ity can be obtained. 

When not being used in a LIST-type mode, the radiofre- 
quency guide simply replaces the conventional skimmer sys- 
tem and is used in an ion transport mode. In this paper 
we concentrate on the use of the radiofrequency guide as a 
means to transport high current beams from the ion guide. 
Comparisons will be made to the skimmer-IGISOL system 
using both simulations and experimental data. Recently 
the effect of the baseline vacuum pressure in the IGISOL 
chamber on the evacuation time profiles of ionic yttrium 
and associate molecules has been studied using the laser 
ion source [5^ . Yttrium is an element that has a strong re- 
activity with water and oxygen impurities and very quickly 
reacts to form a chemical bond 18^ . In that work questions 
were raised with regards to the time of flight through the 
radiofrequency guide in light of the fast molecular forma- 
tion reactions occurring either within the guide or its im- 
mediate surroundings when the baseline vacuum pressure 
was poor. This work additionally provides both simulation 
studies and experimental data in order to facilitate the un- 
derstanding of the experimental results in [5j . 



2. Radiofrequency ion beam guide 

The idea of using a radiofrequency (hereafter called rf ) 
multipole (sextupole) to transport radioactive ions ex- 
tracted from an ion guide into a region of high vacuum 
was first developed and tested by Xu et al. [9]. A similar 
system was adapted by Leuven to guide ions from the Ion 
Guide Laser Ion Source [lOj . The motivation for using a 
sextupole (SPIG) structure rather than a more commonly 
used quadrupole element stems from the capability of 
transporting higher current beams. The potential well cre- 
ated by the rf potential associated with a SPIG does not 
have such a sharp minimum as that of a quadrupole and 
the potential walls are higher and steeper. The maximum 
depth of the pseudopotential formed by the rf multipole 
field in a guide with the same geometry and rf voltage is 
proportional to , where there are 2N parallel rods (N = 
3 in the case of a SPIG). 

The use of a sextupole ion beam guide at the IGISOL fa- 
cility was previously reported in llj. It was compared to a 
skimmer-ring system in experiments involving both fission 
and heavy-ion fusion-evaporation reactions. The geometry 
of the SPIG was smaller than that to be discussed in the 
present work, and the motivation for its use was rather dif- 
ferent, primarily to reduce the beam energy spread of the 
skimmer-ring system (100 eV) to the level of approximately 
1 eV. In that work, the production yield of the HIGISOL 
(Heavy-ion Ion Guide Isotope Separator On-Line) reaction. 



^'*Mo(^^Ar,3p2n)^^^La, was only slightly improved with the 
use of the SPIG (a factor of 1.3x), whereas in the fission 
reaction, ^^^U(p,f)^^^Rh, the yield of ^^^Rh improved by a 
factor of five. One of the most important improvements 
however, was the resultant increase in the mass resolving 
power by a factor of typically five thus reducing the mass 
contamination in the focal plane of the mass separator and 
therefore increasing the sensitivity of the study of the most 
exotic nuclei. It was concluded that the designed SPIG 
could transport beam intensities of the order of 10^^ ions 
s^^ before becoming unstable. 

The development of the laser ion source in Jyvaskyla has 
motivated the design and construction of a new SPIG to 
be used for the JYFL LIST project. The high-repetition 
rate (10 kHz) laser system combined with the gas velocity 
immediately after the exit hole of the ion guide (~10Q0 
ms^^) results in a required interaction length between the 
neutral atoms and laser light of >10 cm if each atom is 
to have a chance of interacting with the laser beams at 
least once. The typical size of the laser beam diameter is 
~6 mm, tapering to a focus of 2 mm at the exit hole of 
the ion guide. Both the length and inner diameter of the 
SPIG therefore have some constraints due to the spatial and 
temporal properties of the pulsed lasers. A further technical 
issue to address is the need for an efficient overlap of the 
laser beam and the gas jet exiting the ion guide. Off-line 
studies of the shape of the gas jet have been extensively 
performed at Jyvaskyla using both visual observations and 
the transport of isotopes recoiling from a ^^^Ra source. One 
result from these studies is that the background pressure in 
the region of the expanding jet is an important parameter 
|12|13j . An increase in the background pressure leads to a 
narrower gas jet, and hence an improved overlap with the 
counter-propagating laser beams. 
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Fig. 1. Schematic design of the sextupole ion beam guide (SPIG) for 
use in the LIST project. FG = function generator. 

A schematic representation of the rf sextupole ion beam 
guide designed for the LIST project is shown in Fig. 1 and 
a complete list of dimensions and operational parameters 
is given in Table 1. The SPIG has been constructed in 



two segments, seen most clearly in the photograph of Fig. 
2. The first has an enclosed structure around the parallel 
rods in order to keep the background pressure high enough 
to coUimate the gas jet. The second SPIG is "open" and 
any remaining buffer gas or neutral fraction can be effi- 
ciently pumped away through the gaps between the rods. 
An adjustable stainless steel iris separates the two seg- 
ments, added to control the pressure in a coarse way in the 
first segment. It has not, however, been used in this work 
and therefore is kept fully open (22 mm inner diameter). 

A function generator produces a sinusoidal waveform of 
variable frequency which is amplified by a 25 W amplifier 
and impedance matched to the SPIG rods. Two transform- 
ers are available with different coil winding ratios when the 
SPIG needs to be operated with slightly different rf fre- 
quencies, however in general the SPIG is rather insensi- 
tive to the choice of coil and 3 MHz is typically used. DC 
potentials can be added to the rf signal to generate small 
accelerating potentials within the SPIG. The impedance 
matching circuit and transformer coils sit at high voltage 
in the high radiation IGISOL chamber area and therefore 
full automation of the SPIG device is necessary. The SPIG 
parameters (dc and rf) can be adjusted and monitored by a 
labview-based control program. One of the most important 
features of the program is that it monitors the reflected and 
transmitted rf power to the SPIG. During initial tuning of 
the SPIG it is sometimes necessary to optimize the rf fre- 
quency to ensure the reflected power is minimal, hence the 
impedance is well-matched. Related to this, the tempera- 
ture of the rf amplifier is also monitored. 

Table 1 

Dimensions and operational parameters of the JYFL SPIG. 



Dimension 


Value [mm] 


Repellcr aperture 


6 


Repeller thickness 


3 


SPIG inner diameter 


10 


SPIG rod diameter 


4 


Iris aperture 


- 22 


SPIG 1 axial length 


78.5 


SPIG 2 axial length 


81.5 


Total axial length of the device 165.5 


End electrode aperture 


6 


Parameter 


Value 


RF frequency 


3 or 4 MHz 


RF amplitude 


- 600 Vpp 


Repeller voltage 


±300 V 


SPIG rod dc voltages 


- 300 V (-Ve) 


End electrode voltage 


- 300 V (-Ve) 



A separate electrode can be added to the front end of the 



SPIG if needed. This first electrode, the repeller electrode, 
can be set to either positive or negative potential (0 - ±300 
V) with respect to the ion guide. The typical operating dis- 
tance between the exit hole of the guide and the repeller 
electrode is 5 mm. When the SPIG is used in the LIST 
mode then the electrode can be biased to repel any non- 
neutral fraction exiting the gas cell. A final "end electrode" 
located after the second SPIG segment is used to optimize 
the ion transport through the SPIG however it can also be 
set to a potential that is positive with respect to the SPIG 
dc levels. This results in a confinement of the ions and a 
means to bunch if required, though with the installation 
of the gas-filled radiofrequency quadrupole cooler/buncher 
device downstream from the mass separator this operation 
has not been necessary [14]. Collisional cooling between the 
ions and the gas atoms can happen within the confinement 
of the SPIG if the kinetic energy of the ions is higher than 
the thermal energy of the gas. The ions arc finally trans- 
ported to the extraction electrode (not shown in Fig. 1) at 
a distance of 20 mm behind the final SPIG electrode. The 
acceleration of the ions at the extraction electrode occurs 
in a region far from the high pressure zone in which the 
skimmer electrode previously operated and consequently 
the energy spread and spatial extent of the ions is small. 




Fig. 2. Photograph of the SPIG (colour on-line) shown relative to 
the size of two euro coin. The first segment is enclosed to keep the 
environmental pressure higher for a narrowing of the gas jet. The 
second segment is open. 



3. Monte Carlo simulations 

Monte Carlo simulations have been performed in order to 
gain a better understanding of the properties of the SPIG 
and to extract important parameters such as the emittance 
of the ion beam and efficiency of transmission, in particu- 
lar in light of the promising improvements compared to the 
skimmer-ring system discussed in |11) . The simulations de- 
scribed in this work have been realized using the SIMION 
3D simulation software package [15] and are discussed in 
the following separate sub-sections. 
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3.1. Description of simulation code 

The Runge-Kutta method has been utiHzed to model ion 
trajectories under the influence of an electric field, and the 
effect of the helium gas flow has been treated using a modi- 
fled version of the hard-sphere collision model [16], in which 
the individual collisions between the ions and gas atoms 
(hard spheres) are modeled with random collision angles. 
The number of collisions and the corresponding mean free 
path of the ions are determined by the input parameters 
which include pressure, temperature and a collision cross 
section of the coUiding particles. The background gas is as- 
sumed to have a non-zero mean velocity, with a Maxwell- 
Boltzmann distribution of velocities as a function of tem- 
perature. One important missing piece of information is a 
direct measurement of the background gas pressure within 
the SPIG. The pressure and velocity vectors have there- 
fore been based on earlier simulations using the Cosmos- 
Flo Works package pTTj . 
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Fig. 3. Simulation schematics for the SPIG (top) and for the skimmer 
(bottom). The sohd lines show the simulated trend of the buffer gas 
pressure while the arrows indicate the velocity vector directions of 
the buffer gas model. The ions are created in a circular source (1.2 
mm diameter) in front of the ion guide on the left of both figures. 
The point of detection is indicated by a spot after the extractor 
electrode. The ion guide pressure is set to 100 mbar (10* Pa). Typical 
electrode dc potentials are indicated. The rf frequency is 3 MHz and 
rf amplitude 250 Vpp unless otherwise stated. 

The collision cross section is simply the sum of the di- 
ameters of the colliding particles squared. In this work the 
Van der Waals diameter of the particle has been used. This 
is calculated from experimental data of the atomic spacing 
between pairs of unbound atoms in a crystal and it can be 



understood as representing the diameter of an imaginary 
hard sphere. Two atoms of different masses have been cho- 
sen to act as "test" ions in the following simulations, ^°Ne 
and ^°^Pd, with diameters of 1.54 A and 1.63 A respec- 
tively [18] . The simulation time step is determined primar- 
ily by the hard-sphere collision model and is related to the 
background gas pressure. The only exception is when the 
time step is larger than that needed for a reliable genera- 
tion of the rf fleld within the model. This may happen if the 
background pressure is very low, and hence the mean free 
path between collisions is large. In this case the time step is 
forced to take the value of the rf cycle time divided by 200. 

A source of 500 ions has been randomly generated within 
a circular disk of equivalent diameter to the ion guide exit 
hole. The initial buffer gas velocity vectors are modeled in 
an "explosion-like" scenario restricted to a 60° solid angle 
between the ion guide and the first element of the simulated 
devices in order to mimic the forward focusing of the gas 
jet. After the first element only the optical axis direction is 
included in the simulations (both gas pressure and flow ve- 
locity are then one dimensional), the single ion trajectories 
are followed and are finally recorded after passing through 
the extractor electrode (diameter 7 mm). A schematic of 
the simulation for both the SPIG and skimmer is shown in 
Fig. 3. Simulation geometries and other parameters such 
as dc and rf amplitude have been selected to correspond 
to typical experimental values. In the following simulations 
(sections 3.1 to 3.4) effects related to space charge and elec- 
trodes downstream from the extractor electrode have been 
neglected. Space charge will however be treated separately 
in section 3.5. The modeled behavior of the buffer gas pres- 
sure and velocity is rather similar in both cases (Fig. 3) and 
exponentially decreases as a function of the distance from 
the ion guide, except in the region inside the first SPIG el- 
ement where it remains constant due to the enclosure. The 
rather erratic solid line representing the buffer gas pres- 
sure between the ion guide and skimmer electrode (less so 
between the guide and SPIG repeller electrode) represents 
areas of turbulence and normal shocks seen in the earlier 
CosmosFlo Works simulations and previous visual observa- 
tions. 



3.2. Beam emittance 

Figure 4 shows the resulting root mean square emittance 
obtained as a function of ion guide pressure for ^ = 20 and 
A = 106. The quality of the ion beam after the extractor 
is clearly sensitive to the gas pressure for both the skim- 
mer and SPIG devices however the trends they follow as a 
function of ion guide pressure are very different. The skim- 
mer produces ion beams with the lowest emittance (high- 
est quality) when the buffer gas pressure is low. The typi- 
cal on-line operating conditions at IGISOL correspond to 
ion guide pressures close to 300 mbar, and thus although 
the emittance improves at lower pressures the stopping effi- 
ciency of recoil products decreases. An increase in the buffer 
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gas pressure results in a higher number of colhsions between 
the ions and gas atoms during acceleration by the electric 
field. This in turn leads to a poorer quality ion beam, in 
particular for lighter mass ion beams. The volume between 
the skimmer and extraction electrode where the ions are 
accelerated rapidly is most critical for collisional scatter- 
ing. By increasing the baseline pressure in this region (see 
the trend in Fig. 3) the emittance increases and, at some 
point, the ion beam will start to be lost due to coUimation 
by the extractor electrode. 
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Fig. 4. A comparison between the simulated ion beam omittances 
for ions of mass A = 20 and A = 106 as a function of ion guide 
pressure for the SPIG and skimmer devices. 

The SPIG on the other hand exhibits the feature of buffer 
gas cooling (discussed later in connection with Fig. 7) with 
increasing ion guide pressure, translating directly into a re- 
duced beam emittance for beams of masses heavier than 
the buffer gas (in this case helium). This is most clear for 
ion beams of lighter masses A = 20 where cooling occurs at 
lower gas pressures than for heavier masses. The effect of 
improved beam quality when replacing a skimmer with a 
SPIG has been documented previously [10111] via measure- 
ments of the mass resolving power (MRP, defined as M/ AM 
where M is the separated mass and AM the width of the 
mass peak at FWHM) of the mass separator in the focal 
plane. In the Leuven Isotope Separator On-Line, LISOL, 
resonantly laser ionized nickel atoms from a heated filament 
were used to measure a MRP of order 300 when the skim- 
mer was installed and values as high as 1450 were obtained 
with a SPIG ^lOj. In earher work at IGISOL the MRP of 
a SPIG was measured to be at best 1100 with a ^^■^Ra a- 
decay recoil source, obtained with a rather small voltage of 
-20 V between the end plate and the sextupole rods ^llj . 
It was noted that the scattering of ions being accelerated 
between the SPIG rods and the end plate contributed im- 
portantly to beam quality, due to the relatively high pres- 



sure in that region. This MRP can be compared to a typical 
IGISOL-skimmer value of 250 [19]. 

3.3. Transmission efficiency 

The effect of the ion guide pressure on the transmission 
efficiency of the skimmer and SPIG systems is illustrated 
in Fig. 5. The efficiency with the skimmer drops rapidly for 
lighter masses as the ion guide pressure increases, whereas 
for heavier masses {A = 106) the efficiency is constant and 
then starts to decrease after ~10 mbar. The losses are re- 
lated to the increasing number of collisions between the 
ions and the buffer gas atoms reducing the number of ions 
that pass through either the skimmer hole or the extractor 
electrode aperture, due to a fixed geometrical acceptance. 
According to the model, the shoulder visible between 10 
and 30 mbar gas pressure in the A = 20 skimmer efficiency 
curve is not due to statistical fluctuations. An increasing 
number of buffer gas collisions in the region around the 
skimmer limit the radial motion of the ions in such a way 
that they can be more efficiently guided through the elec- 
trode by the electric field. This leads to a saturation of 
the transmission efficiency of the electrode above 30 mbar 
ion guide pressure. As the pressure increases however, the 
background pressure between the skimmer and extractor 
becomes worse and thus the transmission efficiency through 
the extractor reduces, resulting in a continuing decrease in 
the total transmission efficiency at higher gas pressures. 
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Fig. 5. A comparison between the simulated transmission efficiencies 
for ions of mass A = 20 and A = 106 as a function of ion guide 
pressure for the SPIG and skimmer devices. 

The ratio of the loss fraction due to collisions on the skim- 
mer electrode compared to the extractor has been studied 
for ^ = 20 as a function of ion guide pressure, with the to- 
tal efficiency corresponding to the trend shown in Fig. 5. 
At 30 mbar pressure and -300 V on the skimmer, 95% of 
the total losses occur on the skimmer electrode with 5% on 
the extractor. This ratio gradually reduces as the pressure 
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increases. At 300 mbar, 73% of the total losses occur on the 
skimmer and 27% on the extractor electrode. The loss on 
the skimmer electrode can be recovered by increasing the 
skimmer voltage, however at the cost of increasing losses 
on the extractor. For example, by increasing the skimmer 
voltage to -400 V at 300 mbar ion guide pressure, 67% of 
the total ions lost occur on the skimmer with 33% lost on 
the extractor. Figure 6 illustrates the ion trajectories for 
the skimmer system with -300 V applied and 300 mbar for 
both A = 20 and A = 106. In the latter case it can be seen 
that all losses occur on the skimmer electrode. 

The initial offset of the SPIG transmission efficiency for 
ions of mass = 20 at 0.1 mbar ion guide pressure com- 
pared to the skimmer is due to the reduced SPIG perfor- 
mance for low mass ion beams without the effect of buffer 
gas cooling. It has been seen in the simulation that at low 
ion guide pressures, rare collisions can cause unstable tra- 
jectories for light ions, particularly if the SPIG operates 
close to the instability point. This is the reason why the 
transmission efficiency drops as the pressure increases from 
0.1 mbar to 3 mbar. As the pressure continues to increase 
buffer gas cooling takes effect and the efficiency increases to 
a level of >90%. At 300 mbar pressure, the efficiency again 
drops for light masses, due to losses both within the SPIG 
and on the extraction electrode. This can be compared to 
^ = 106 in which the transmission efficiency is constant at 
100% for the SPIG system. 




Fig. 6. Ion trajectories of j4 = 20 (top) and A = 106 (bottom) 
through the skimmer and extractor electrode at a skimmer voltage 
of -300 V and an ion guide pressure of 300 mbar. The ion guide is 
on the right of the figure. 



3.4. Total kinetic energy 

Figure 7 shows the total kinetic energy of the ions in the 
SPIG system as a function of the z-axis distance from the 
ion guide. In this simulation the ion guide pressure was fixed 
at 200 mbar and the rf amplitude 200 Vpp. The positions 
of the relevant electrodes are shown with respect to the ion 
guide. From the creation point, the ions are accelerated by 
the potential difference between the ion guide (assuming 
gas flow alone, no internal field guidance within the ion 
guide) and the repeller electrode. As the ions enter the 
first enclosed SPIG structure they start to cool down via 
collisions with the gas atoms. By the time the ions reach the 
position of the iris they have thermalised. Here the ions are 
again accelerated due to the dc voltage of SPIG 2. Within 
the second SPIG they effectively maintain a constant level 
of kinetic energy and drift towards the end electrode. At a 
distance of approximately 180 mm from the ion guide the 
ions pass the end electrode and are accelerated to the full 
potential of the extractor electrode (-10 kV). 
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Fig. 7. Simulated total kinetic energy of an ion with mass A = 106 as 
a function of optical axis distance from the ion guide. The electrode 
potentials and relative positions with respect to the ion guide are 
labeled in the figure. 



In the region of the extractor nozzle we can assume there 
are no more collisions between the buffer gas atoms and 
the ions of interest. The total kinetic energy shown in Fig. 
7 also has an associated standard deviation. This value, 
AKE, multiplied by the root mean square value of the x-axis 
position (radial axis) is proportional to the mass resolving 
power. For the data shown in Fig. 7, AKE = 20 eV and 
Xrms =0.39 mm. The corresponding data for the skimmer 
system is AKE = 89 eV and X^ms = 0.82 mm. Therefore, 
according to the simulation, the mass resolving power of 
the SPIG is expected to be ~ 9x higher than that of the 
skimmer. 



3.5. Time of flight 

The time of flight of ions with mass A = 20 and A = 
106 through the SPIG was extracted as a function of ion 
guide pressure. Figure 8 shows the results obtained from the 
simulation firstly using the baseline pressure trend within 
the SPIG as shown in Fig. 3 and, secondly, assuming one 
order of magnitude improvement in the baseline pressure 
throughout the SPIG system while maintaining the same 
initial ion guide pressure. The results illustrate the sensitiv- 
ity to the background pressure environment on the trans- 
port time of ions of different mass through the SPIG. If 
the buffer gas pressure is set to mbar then the time of 
flight through the SPIG is determined solely by the dc and 
rf parameters. This condition can be assumed for ions that 
are extracted from the SPIG on-axis. For A = 20 the flight 
time is estimated to be 8.5 /xs and for A = 106, a value of 
19.3 /xs is extracted. These values are equivalent to those 
illustrated for the two masses at the lowest simulated ion 
guide pressures of Fig. 8 and simply reflect the insensitivity 
of the time of flight of ions to the background pressure at 
such low ion guide pressures (and therefore such low base- 
line pressures). 
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3.6. Effects of space charge 

The simulations discussed in sections 3.2 and 3.3 are im- 
portant to understand the intrinsic differences of the skim- 
mer and SPIG systems, considering the geometrical accep- 
tance of such devices are very different. Here we introduce 
in a simple model the effect of transporting higher current 
beams from the ion guide through the devices in order to 
understand better the effect on the transmission efficiency. 
Experimentally, currents measured after the devices typi- 



cally vary from several tens to several hundreds of nA. As 
the current increases it can disturb the applied electric fields 
causing space charge effects that can limit the transmission 
efficiency. The principle behind the simulation is to calcu- 
late the repulsive electric field produced by a pre-defined 
amount of charge generated by the output current from the 
ion guide. The repulsive field is then coupled to the simu- 
lation together with the buffer gas model described in sec- 
tion 3.1. Trajectories of 500 test ions are followed and the 
transmission efficiency is determined as a function of the 
background ion current. Accurate modeling of the charge 
density, in particular in the case of the SPIG, is rather diffi- 
cult because parameters such as charge radius and density 
are coiiplcd not only to the environmental parameters but 
also to the total amount of charge itself. The realistic total 
amount of charge is not uniformly distributed over a simu- 
lated volume. Instead, the charge density varies as a func- 
tion of ion velocity providing regions of high charge den- 
sity in places where the ion velocity is low, and less dense 
regions where a high acceleration potential is applied. In 
mathematical terms this means that there is no symmetri- 
cal Gauss surface available for modeling the effect of charge. 

Some assumptions have been made in order to simplify 
the model and to make it easier to adapt to the simula- 
tion software. Firstly, it is assumed that the test ion can 
only feel the effect of the external charge when it is located 
within a very short axial range. This means that the charge 
density can be kept constant in that range. Secondly, it 
has been assumed that the charge inside the range is uni- 
formly distributed over a cylindrical volume centered ax- 
ially on the test ion. With these two assumptions the ax- 
ial components of the electric field generated by the exter- 
nal charge are cancelled and cylindrical symmetry can be 
used over a short range. The repulsive force is calculated 
by modeling the external charge from the ion guide as a 
series of infinitely-long homogeneously-charged cylinders. 
Each cylinder has a position-dependent radius R(z) and a 
"charge per unit length"- factor which is matched to cor- 
respond to the charge density calculated from a fixed to- 
tal ion beam current divided by the local axial velocity of 
the test ion (Eq. (1)). In the SPIG, test ions may be tem- 
porarily stopped because of cooling and buffer gas collisions 
leading to unrealistically high repulsive electric fields. This 
is overcome by defining a minimum velocity that can be 
used corresponding to the kinetic energy of the cooled ion 
inside the first SPIG element. The repulsive electric fields 
are then modeled using 
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where r is the ion radius from the optical axis, / is the 
total current from the ion guide and Vz{z) is the ion axial 
velocity at the centre of the cylinder. 
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When simulating the ion beam transmission through 
the skimmer, the position-dependent radius of the charged 
cylinder follows the geometrical acceptance of the ele- 
ments. This means that the background charge forms a 
cone of length 10 mm (the distance from the ion guide 
to the skimmer nozzle) with an initial radius of 0.6 mm 
(matching that of the exit hole) increasing to a radius of 1 
mm which matches the skimmer nozzle. The path from the 
skimmer to the extractor is generated in a similar manner. 
In the case of the SPIG, the cone is formed only in the 
region between the ion guide and the rcpellcr electrode, 
with a final radius of 3 mm. After the rcpellcr electrode 
a constant radius of 4.5 mm is used throughout the rest 
of the system (recall the inner diameter of the SPIG is 10 
mm). For a given ion guide output current, the current 
within the SPIG is determined once the losses between 
the ion guide and repeller have been taken into account. 
An ion guide pressure of only 100 mbar was used in the 
simulations in order to provide faster simulation times. 
To improve the overall efficiency of both devices, the ax- 
ial acceleration has been increased. A skimmer voltage of 
-500 V was applied and, for the SPIG simulation, the dc 
potential of all electrodes was lowered by 50 V. The SPIG 
rf amplitude was also increased to 250 Vpp which is closer 
to the typical experimental value. 

An example of the ion trajectories for A = 106 through 
the SPIG system with an ion guide output current of 1 /uA 
is shown in Fig. 9. The initial cone of charge created at the 
exit hole of the ion guide fills the aperture of the repeller 
electrode. This is the region where the majority of ion losses 
occur. Similarly, Fig. 10 illustrates the effect on the ion tra- 
jectories in the skimmer system when the ion guide output 
current is increased to 4 /xA. This highlights the extreme 
case in which only one ion is successfully transported to the 
extractor electrode. All other ions are lost on the skimmer 
electrode due to the intense space charge effect. 

I 





Fig. 10. Ion trajectories of j4 = 106 in the skimmer system with an 
ion guide pressure of 100 mbar, a skimmer potential of -500 V and 
an ion guide output current of 4 fiA. Only one ion in 500 test ions 
is successfully transmitted through the extractor. 

for a low ion beam current suggest that the geometrical 
acceptance dominates the transmission efficiency, whether 
due to losses on the skimmer or SPIG, or to losses on the 
extraction electrode. As the beam current increases both 
devices start to exhibit a drop in efficiency, albeit at differ- 
ent currents, as the guiding fields become distorted and the 
ions start to repel each other transversely. At a current of 1 
/LtA the transmission efficiency of the skimmer has dropped 
to 20-30% for A = 106 and A = 20, respectively. For the 
same beam current, the SPIG transmission efficiency has 
reduced to 40-55% for A = 106 and A = 20, respectively. 
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Fig. 9. Ion trajectories of j4 = 106 through the SPIG and extractor 
electrode with an ion guide pressure of 100 mbar, a SPIG rf amplitude 
of 250 Ypp and an ion guide output current of 1 /uA. The ion guide 
is on the right of the figure. 

The transmission efficiency for A = 20 and ^ = 106 ions 
as a function of ion guide current is shown in Fig. 1 1 . At low 
currents (^10 nA) both devices are in saturation, no space 
charge exists and in general the efficiencies compare rather 
well with those of Fig. 5 taken at 100 mbar ion guide pres- 
sure. The deviation of the skimmer efficiency for A = 106 
ions in Fig. 11 (~80% efficiency) with that of Fig. 5 (-65% 
efficiency) is due to the increased skimmer voltage in the 
space charge simulations. This increase in potential has lit- 
tle effect on the ^ = 20 ions as they are extracted with 
optimal eflaciency at a lower skimmer voltage. The results 



Fig. 11. Skimmer and SPIG transmission efficiencies as a function 
of the ion guide current output. 



4. Experimental results 

This section consists of an accumulation of results from 
several experiments during a three year period from 2005 
to 2008. Sections 4.1 to 4.4 deal with yield comparisons be- 
tween the skimmer and SPIG devices both off-line and on- 
line, using a variety of reactions. Section 4.5 details recent 
efforts to obtain a value for the time of flight through the 
SPIG system motivated by recent studies of fast molecu- 
lar formation reactions identified using the laser ion source. 
Finally section 4.6 summarizes experimental data obtained 
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to extract the transmission efficiency of the SPIG as a func- 
tion of ion guide current. A fuU description of the ion guides 
and associated reaction kinematics used in this work may 
be found elsewhere 

4.1. Ra a-decay recoil source 

The first measurements of the SPIG described in section 
2 were performed in June 2005. An a decay recoil source 
of ^^"^Ra [lij was collected onto the tip of an aluminium 
rod and mounted within the volume of a discharge-type 
ion guide. Alpha recoils of its decay product, ^^^Rn, were 
ejected from the source and guided to the exit hole in a 
helium gas flow. The ions were transported either through 
the rf-sextupole or skimmer, mass separated and implanted 
into a foil in front of a silicon detector in the focal plane 
of the magnet. The efficiency was measured as a function 
of the helium gas pressure and includes a 30% detector 
efficiency. The results can be seen in Fig. 12. The skimmer 
was operated at approximately -120 V with respect to the 
ion guide and was positioned at a distance of 10 mm from 
the exit hole. The SPIG rf amplitude was operated at 320 
Vpp, with -40 V dc on SPIG 1 and -60 V dc on SPIG 2, 
with a 3 mm gap between the exit hole and the repeller 
electrode. 
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Fig. 12. The measured efficiencies of ^^^Rn+ as a function of ion 
guide pressure using both the skimmer- and SPIG-IGISOL systems. 

At an ion guide pressure of 50 mbar the recoil range of 
^^^Rn is ~10 mm and therefore the ions can be lost due to 
collisions with the walls. It can be seen that the transmis- 
sion efficiencies with the SPIG and skimmer are rather com- 
parable. The SPIG may be consistently performing slightly 
better at lower ion guide pressures however there are no 
striking differences. The final point in the SPIG data at 



300 mbar drops, yet as there are no data points at higher 
pressures no conclusions can be made. Similarly it is seen 
that the skimmer data appear to saturate, yet again no firm 
conclusions can be drawn as to whether this is related to 
the stopping of recoils inside the ion guide. 

4.2. Light ion fusion-evaporation reactions 

The light-ion fusion-evaporation reaction ""'Ca(p,n)^°Sc 
was used to produce '"'Sc (T1/2 = 183 ms) at a proton bom- 
barding energy of 35 MeV from the JYFL K-130 cyclotron. 
The target thickness was of the order of a few mg/cm^. A 
silicon detector with an efficiency of 30%, mounted behind 
a set of slits just after the focal plane of the mass separator, 
was used to count the positrons emitted in the decay of the 
^°Sc+ reaction products. The skimmer and SPIG devices 
were both installed during the same run after some hours 
of "cooling time" between measurements. The ion yield as 
a function of the primary beam intensity for both the skim- 
mer and SPIG system are shown in Fig. 13. In both cases 
the helium buffer gas pressure was fixed at an optimum 
value of 150 mbar for all primary beam intensity measure- 
ments. The voltage on the skimmer plate was optimized at 
-300 V with respect to the ion guide. The linear fits to the 
data in Fig. 13 shows that the SPIG provides on average 8 
times higher yield of ''''Sc as compared to the skimmer with 
same primary beam current. The mass resolving power was 
measured at mass ^ = 40 (argon) on a Faraday cup in the 
focal plane before the slits, rather than on the silicon detec- 
tor, and yielded results of ~250 and ^620 for the skimmer 
and SPIG, respectively. 
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Fig. 13. ^^Sc yields produced by the '"^Ca(p,n)'"^Sc reaction with a 
proton beam energy of 35 MeV. The solid lines represent the yield per 
of primary beam current estimated from a linear fit to the data 
points. Statistical errors are also shown combined with a detector 
efficiency of 30%. 

During the same experiment the ion guide had a 3 
mg/cm^ ^^Ni target enriched to a level of 99.8% installed on 
the opposite side to the ''"Ca target. This afforded a com- 
parison of the reaction 5SNi(p,n)5SCu between the SPIG 



and earlier experiments using the skimmer. The reaction 
product ^*Cu (T'i/2 = 2.3 s) was produced at a bombarding 
energy of 18 MeV. The first reported yield measurement 
of ^®Cu at IGISOL was performed using a ring-electrode- 
skimmer system, at what is now termed IGISOL 2 |20^. At 
a primary beam intensity of 15 /LtA the yield in that work 
was 4000 ions s^^. Following the upgrade of the IGISOL 
pumping capacity in early 2004 a new yield measurement 
was reported at "IGISOL 3" The measurement was 
made at a primary beam intensity of 1 /iA and the yield of 
^^Cu was given as 1500 ions//iA - an increase of 5.6 over 
the yield reported in [2111 assuming that the ^*Cu yield 
increases linearly with primary beam intensity. The main 
improvement to the light-ion induced yields reported in 
[21] appears to have been due to a better transmission 
through the extraction electrode which was increased in 
diameter from 4 mm to 7 mm, a factor of three in area. In- 
deed the simulations reported in this paper illustrate losses 
at higher ion guide pressures due to collisions between the 
ions and gas atoms in the region between the extractor 
and skimmer, suggesting a further increase in extractor 
diameter may provide additional improvements with the 
skimmer system. In the present work a measurement of the 
yield of ^^Cu at 15 /^A primary beam intensity afforded a 
direct comparison to that reported by Perajarvi et al. [20] . 
With the SPIG system, a yield of ^48000 ions s~^ was 
extracted from the data which is a factor of 12 improve- 
ment over the original "IGISOL 2" measurement (hence 
an improvement factor of 2.1 compared to the "IGISOL 
3" yield extrapolated to 15 /iA). A direct measurement of 
^^Cu at 1 /iA primary beam intensity resulted in a yield 
of ^^6850 ions s^^, a factor of 4.6 improvement over the 
value reported in [21 . The discrepancy between the two 
improvement factors of the present work with respect to 
"IGISOL 3" may be due to an erroneous measurement of 
the yield of ^^Cu reported in [2T] . 



4.3. Proton-induced fission reaction 

The fission ion guide is the most commonly used ion 
guide at IGISOL. One of the first on-line experiments using 
the SPIG involved mapping the independent fission yield 
distribution using JYFLTRAP [52]. In this experiment a 
30 MeV proton beam impinged on a ^ssy target tilted by 
7 degrees with respect to the beam direction to increase 
the effective thickness from 15 mg/cm^ to 120 mg/cm^. 
A typical reaction product produced close to the peak of 
the fission mass distribution with a high production cross 
section is ^^^Rh. The nucleus ^^^Rh contains two states 
both of which are populated in fission, the ground state with 
a half-life of 3.8 s and an isomeric state with a half- life of 6.8 
s [23] . Additionally the ^^^Rh mother nucleus, ^"'^^Ru, also 
produced in the fission reaction can feed into the ground 
state of -"^^^Rh. The two states subsequently beta decay into 
excited states of ^^^Pd which de-excite emitting gamma 
rays. By analyzing the resulting gamma ray spectrum one 



can obtain an indication of the ion guide performance [24] . 
As the ion guide efficiency is extracted from a measurement 
of the decay of ^-'^^Rh previous data from "IGISOL 3" exists 
in order to make a skimmer-SPIG comparison. 
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Fig. 14. ^^^Rh yields produced by 30 MeV proton-induced fission of 
238 u rpjjg solid line represents the yield per fiK of primary beam 
current estimated from a linear fit to the data. 

Figure 14 shows the result of the comparison as a function 
of primary beam intensity. In both cases, the helium pres- 
sure inside the ion guide was fixed at 200 mbar. The data for 
the SPIG are limited to 9 /iA primary beam intensity due 
to the radiation safety limit of the IGISOL working area. In 
this work the mass resolving power of the SPIG system was 
approximately 1.6 times higher than that of the skimmer 
system. Variations in the mass resolving power have often 
been measured between different ion guides and depend on 
the operating conditions of the IGISOL front-end. A linear 
fit to the data in Fig. 14 shows that the SPIG provides on 
average 5 times higher yield of ^^^Rh as compared to the 
skimmer with same primary beam current. At the highest 
primary beam currents the skimmer data appears to devi- 
ate from the linear trend. This is an indication that space 
charge is starting to play a role (see discussion in section 5). 

4.4. Heavy-ion fusion-evaporation reaction 

In December 2005 the heavy-ion ion guide was installed 
at IGISOL for tests with the laser ion source [25], fol- 
lowed by an experiment at JYFLTRAP to measure masses 
of neutron-deficient nuclei close to the N=Z line, impor- 
tant for the astrophysical rapid-proton capture (rp) pro- 
cess 26 . During the laser ionization tests the skimmer 
and SPIG were installed during the same run and com- 
pared in the heavy-ion fusion-evaporation reaction of ""'Ni 
^32g7+ gp3j^'j82Y This reaction had previously been stud- 
ied using the HIGISOL technique at IGISOL [27^ for decay 
spectroscopy measurements and therefore for a direct com- 
parison with the earlier yields the previous reaction energy 
of 165 MeV was chosen for this work. The natural nickel 



target thickness was 3.7 mg/cm^, consistent with that used 
previously. A setup on the central line of the IGISOL mass 
separator consisted of an MCP detector and a beta-gamma 
station with a plastic Stt scintillator, a germanium detector 
and a tape drive for implantation of activities. 
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Fig. 15. A part of the beta-gated gamma spectrum from |25) . Tran- 
sitions related to the decay of ^■^Y are clearly visible - see text for 
details. 



With a half-life of ^8.3 s, beta decays into excited 
states of ^^Sr. A proposed decay scheme for ^^Y can be 
found in [57j . Part of the summed beta-gated gamma spec- 
trum for ^ = 82 radioactivity including both skimmer and 
SPIG data, taken from the work of |25J, is shown in Fig. 
15. The transitions of 573, 602 and 737 keV belong to the 
decay of ^^Y. The beta-gated 573-keV gamma peak was 
used to extract a yield of 1.0±0.2 ions/s/pnA while using 
the skimmer. These nuclei were produced using a primary 
beam intensity of 28.6 pnA (^200 enA) and an ion guide 
helium pressure of 200 mbar. The effect of changing to the 
SPIG is shown in Fig. 16. It is immediately clear that in 
the situation when a HIGISOL reaction is used the SPIG 
does not improve the yield compared to the skimmer. The 
calculated yield of ®^Y using the 573-keV peak is 1.0±0.3 
ions/s/pnA with the SPIG. 

A comparison can be made with the yield presented in 
this work and that given in [27j . in which an earlier ver- 
sion of the HIGISOL guide had been used. In the earlier 
work a maximum beam intensity of 125 pnA resulted in an 
^"^Y yield of 260(70) ions s-\ therefore ~2 ions/s/pnA. Al- 
though this is a factor of two higher than the present work, 
these earlier yields had been measured after several days of 
beam time. It is well-known that the heavy-ion ion guide 
improves in performance over time. Additionally, in the re- 
cent work the background pressure in the IGISOL cham- 
ber was rather poor and therefore may have led to losses of 
^^Y"*" through molecular formation, as recently discussed 
in [5]. 
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Fig. 16. Beta-gated 573-keV gamma-ray peak belonging to the decay 
of measured using the SPIG and the skimmer. Data for the 
skimmer was taken over a period of 70 minutes while that of the 
SPIG run was for 19 minutes. The SPIG data has been normalized 
to correspond to a 70 minute measurement. 

4.5. Time of flight measurements and relationship to 
molecular formation 

Recent measurements showed that after exiting the ion 
guide, atomic yttrium ions can be quickly redistributed into 
a molecular form when the baseline pressure is at a level of 
between 5T0~^ and 10^^ mbar [5]. As part of the on-going 
laser ion source programme, it is of interest therefore to 
determine the time of flight of ions through the SPIG and 
to see whether the timescale is feasible for molecular reac- 
tions to occur when the environment is poorly controlled. 
In order to study the time of flight the light-ion ion guide 
was installed with a natural nickel target of thickness 2.8 
mg/cm^. An 18 MeV proton beam was used to recoil target 
material into the helium gas which then acted as a source 
of ions in on-line conditions. The ions were mass separated 
and detected on a set of channel plates downstream from 
the focal plane of the separator. To study the time distribu- 
tion of the ions, the ion signal from the channel plates was 
fed into a multi-channel analyzer (MCA) with a time reso- 
lution of 2.56 /iS per bin, triggered by the JYFLTRAP lab- 
view control program 128] . The program was used to control 
the timing of pulses sent to the repeller and end electrodes 
of the SPIG such that the dc potentials could be raised or 
lowered with respect to the ion guide potential. The delay 
times between the trigger signals from the labview program 
and the switching of the electrodes were less than 2 /is. 

A typical time distribution profile is illustrated in Fig. 17 
taken with a helium gas pressure of 100 mbar within the ion 
guide. The solid black line shows the ion distribution after 
the end electrode potential is lowered with respect to the dc 
potentials on the SPIG rods, 400 /is after the start trigger 
of the scan. In this instance, the repeller electrode is at a 
nominal potential for ion transportation. There is a delay of 
~36 lis until the first ions are detected, the count rate then 
rises quickly and overshoots. These initial ions represent 
those that are extracted on-axis through the SPIG. The 
arrival of the majority of ions, those not extracted on the 
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Fig. 17. Time-of-flight profiles of mass-separated nickel ions. The 
solid black line shows the time profile of ions after the end electrode 
potential is lowered with respect to the dc potentials on the SPIG 
rods after 400 /is, and is raised after 1.85 ms. The solid grey line 
shows the time profile of ions after the repeller electrode potential is 
lowered with respect to the ion guide after 1 ms and raised at 1.5 ms. 

SPIG axis, occurs at a later time. The count rate peaks at 
^60000 ions s""'^ after 750 fis and then reduces to a steady- 
state rate of '^50000 ions s~^ . This peak may well reflect the 
ions that have been accumulating within the SPIG while 
the end electrode potential was high with respect to that 
of the SPIG rods. The dc potential on the end electrode is 
raised after 1.85 ms and '^36 fis later the ion signal drops 
rapidly within approximately 3 /is. 

The corresponding ion distribution in time when the re- 
peller electrode is pulsed is shown as the grey solid line in 
Fig. 17. In this instance the end electrode potential is set 
to allow ions to exit the SPIG. A delay of 100 /iS exists 
between the repeller electrode switching time at 1 ms and 
the arrival of the first ions. Initially the transport efficiency 
through the SPIG is high, however as more charge enters 
the SPIG space charge effects occur. It is likely that the 
losses due to space charge determine the amplitude of the 
peak seen at ^1.2 ms. For the fixed primary beam inten- 
sity used in this experiment the equilibrium count rate is 
determined by the SPIG transport efficiency. The repeller 
electrode potential is raised after 1.5 ms following which 
the count rate is maintained for a further 130 before re- 
ducing over a timescale far slower than the initial rise time. 
The difference in the rise time and fall time after the re- 
peller potential is switched is attributed to the effects of 
space charge. In equilibrium the space charge acts to shield 
the full dc potentials of the SPIG rods, resulting in a slower 
flight time through the SPIG. 

The ion time profiles of Fig. 17 can be used to estimate 
a fiight time through the SPIG for the conditions used in 
this experiment. The data associated with the switching of 
the repeller potential are differentiated and a simple Gaus- 
sian is fitted to the resultant peak related to the arrival 



of the main bulk of the ions. The trigger time from the 
JYFLTRAP control program is then subtracted from the 
time obtained via the fitted peak and, lastly, a fiight time 
through the mass separator is subtracted. This has been es- 
timated to be ~36 fis from the data obtained after switch- 
ing the end electrode potential. The extracted flight time 
through the SPIG has been estimated to be ^100 ^s. 

Additionally we note that the time profiles can be used to 
illustrate the sensitivity to changes in the environment, for 
example when introducing a leak into the baseline vacuum 
chamber as discussed in [5j. However, the results obtained 
can be explained only qualitatively and therefore will not 
be discussed here. It is of interest to combine the extracted 
time of flight through the SPIG from this work with data 
published from the IGISOL laser ion source 5j . In that work 
the ion guide was operated at a gas pressure of 150 mbar. 
In the system with no leak added to the IGISOL vacuum 
chamber the count rate of atomic yttrium Y was measured 
to be ~8200 ions s~^. The only impurity seen was yttrium 
oxide at a level of ~300 ions s^^. From the time profiles 
it could be determined that the yttrium oxide was formed 
within the gas cell. When a leak was added to the vacuum 
chamber in 'S], the atomic yttrium was redistributed into 
other molecular forms on fast timescales in the gas jet en- 
vironment after the ion guide. The mass-separated yield of 
yttrium was reduced to ^^300 ions s""'^. We can use the sim- 
ple decay law relationship Y = Yq ■ exp{—k[M]t)^ where 
Yq represents the atomic yttrium entering the SPIG, k is 
the chemical reaction rate coefficient (cm'^ s~^) and [M] 
the molecular concentration, to estimate a value for the 
molecular reaction time constant r which is inversely pro- 
portional to the reaction rate A;[M]. With an initial rate of 
8200 ions s~^, a final measured rate of 300 ions s^"'^ and a 
fiight time t through the SPIG of 100 the molecular re- 
action time constant r is ^^30 /is. This is well within the 
fiight time through the SPIG and so confirms the need for 
a clean environment (corresponding to a good baseline vac- 
uum pressure) after the ion guide, in particular for very 
chemically reactive elements. 

4.6. SPIG transmission efficiency 

In January 2008 an experiment was performed to deter- 
mine the transmission efficiency of the SPIG as a function 
of ion guide current. As a secondary interest, the output 
current of an ion guide as a function of the primary beam 
current was studied. In this test the light-ion ion guide was 
installed and a proton beam of 40 MeV impinged onto a 
4.3 mg/cm^ thick magnesium target. Due to the reaction 
kinematics the primary beam penetrating the stopping vol- 
ume cannot be avoided. A single proton deposits ~2.1 keV 
into 3 cm thickness of helium gas operating at 300 mbar. 
The energy deposited by the reaction products and tar- 
get recoils can be ignored due to several orders of magni- 
tude reduction compared to the number of protons passing 
through the ion guide. With an ion guide volume of 3 cm'^, 



the number of ion-electron pairs created per proton can be 
estimated to be ~17. The total ionization-rate density Q is 
proportional to the primary beam current. 
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Fig. 18. The current measured before the SPIG as a function of 
ionization-rate density in the ion guide together with a fit of Eq. 
(2) which describes the time evolution of the charge density (solid 
spheres). The equivalent proton primary beam intensities are shown 
for the lowest and highest values of ionization-rate density. The 
associated recombination time t is shown for each value of Q (solid 
triangles). 

Figure 18 illustrates the current obtained on a Faraday 
cup before the SPIG as a function of the ionization-rate 
density within the ion guide for primary beam current in- 
tensities ranging from 10 nA to 50 fiA. The Faraday cup 
was biased to a voltage of -100 V at which a saturation 
of detected current was obtained. By plotting the data as 
a function of primary beam intensity on a linear scale the 
output current is seen to reveal a tendency towards a satu- 
ration value. The time evolution of the ion-electron density 
from the point of creation in the ion guide is given by n(t) 
ESI where 



n{t) 



no 



1 + a ■ not 



(2) 



Here rip is the initial density defined by (Q/a)^^^, t rep- 
resents an evolution time within the ion guide and a is the 
recombination rate coefficient of helium [30] . The fit to the 
data in Fig. 18 is that of Eq. (2) normalized by a scaling 
factor. An evolution time of ^10 /iS was extracted from the 
chi-squared minimization routine. It appears that above an 
ionization-rate density of 2 • 10^^ pairs/cm^s (correspond- 
ing to ^2 /lA primary beam intensity) the function fits the 
data well indicating that recombination becomes the driv- 
ing mechanism of the trend towards saturation of the out- 
put current. Below 2 ■ 10^"* pairs/cm^s the function over- 
estimates the experimental data. This can be understood 
with help from the second set of data in Fig. 18, indicated 
by the solid triangles. For every data point associated with 
a specific ionization-rate density a recombination time 
T can be calculated using 1/{Q ■ a)^/'^. The recombination 



timescales associated for the ionization-rate densities above 
2 • 10^'* pairs/cm'^s are below 200 /is. The total evacuation 
time of the ion guide is a few ms which, to be in competi- 
tion with the recombination time, corresponds to the lowest 
ionization-rate densities measured in this work. At low pri- 
mary beam intensities the recombination time is no longer 
the dominant loss mechanism and the output current from 
the ion guide follows a simple linear increase with primary 
beam current. When the recombination timescale becomes 
the dominant "loss factor" against ion survival the output 
current follows a square root dependence of the ionization- 
rate density. 
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Fig. 19. The transmission efficiency of the SPIG as a function of ion 
guide beam current. The experimental data is shown compared with 
simulations of j4 = 4 and A = 20 test masses. 

Figure 19 illustrates the transmission efficiency of the 
SPIG as a function of beam current measured using the 
Faraday cup before the SPIG and a cup before the mass sep- 
arator. Care should be taken when interpreting this data as 
the beam is accelerated to 30 kV before reaching the second 
Faraday cup. We assume that any secondary effects due to 
the beam impinging on the second cup are negligible. At 
currents of ^0.1 /lA the SPIG can transmit 100% of the 
incoming charge density. However, as the current increases 
the transmission drops steadily before tending towards an 
equilibrium level after a few /zA. A 50% transmission effi- 
ciency level is reached after ~0.6 ^A. 

The results of two test mass simulations are also shown, 
both performed at 300 mbar ion guide pressure, 250 Vpp rf 
amplitude and realistic dc potentials on the electrodes. The 
first is ^ = 20 whose trend closely follows that of the sim- 
ulation performed at 100 mbar ion guide pressure in Fig. 
11. In the region between 200 nA and 2 /iA the simulation 
efficiency is overestimated compared with experiment and 
then underestimated at currents above ^2 /iA. This mass 
reaches a 50% transmission efficiency level at ~1.1 /tA. It 
is known that helium is not easily transported through the 
SPIG and it has never been seen as a dominant peak after 



mass separation. This is reflected in the second simulation, 
that of ^ = 4, whose transport efficiency drops rapidly to 
^1% at less than 0.5 /xA beam current. The experimen- 
tal data reflects the overall trend of transmission through 
the SPIG as a function of current, yet a more informative 
comparison to the simulations will be made in the future 
using mass-separated beams. From the present work we 
can conclude that the SPIG can efficiently transport ~10^^ 
ions s~^ with minimal losses however above this rate space 
charge effects occur and the transmission efficiency starts 
to decrease. 

5. Discussion 

Off-line, the measured efficiencies of ^^^Rn+ using the 
skimmer and SPIG devices as a function of ion guide pres- 
sure are rather similar (Fig. 12). This docs not reflect the 
data seen in Fig. 14(b) of llj in which only three data 
points for the SPIG system were obtained, and appear to 
show that at low pressures (~80 mbar) the transmission effi- 
ciency of the SPIG is signiflcantly higher than the skimmer- 
ring system (~4x improvement). At higher pressures close 
to 400 mbar the efficiencies become comparable. In the off- 
line transmission tests at Leuven, a 10% increase in trans- 
mission efficiency was reported compared to the skimmer 
with the same power deposition in the nickel fllament [10, . 
Although the simulations in this paper have not been per- 
formed for masses heavier than A ~ 106, the trend in Fig. 
11 supports the idea that the SPIG transmission should be 
slightly higher than that of the skimmer at pressures close 
to 100 mbar for small ion guide currents (<10 pnA). At 
higher pressures the skimmer efficiency may start to be re- 
duced due to coUisional scattering between the extracted 
ions and the buffer gas atoms. 

A summary of the on-line yields obtained in this work is 
presented in Table 2. The increase of a factor of flve in the 
flssion yield of ^^^Rh+ with the SPIG compared to the skim- 
mer system is similar to that reported in llj. In that work 
the production rate of ^^^Rh+ was 14700 ions s~^ with a 1 
/iA proton beam and, with 4.5 fxA, 7400 ions//iC. A drop 
in efficiency at higher primary beam intensity was seen to 
be of the same order for both the skimmer and SPIG, and 
it was concluded that this reflected loss processes happen- 
ing within the gas cell. Similarly, a SPIG was tested in an 
experiment using proton-induced flssion of uranium to pro- 
duce ^^Ni at the Leuven isotope separator [TO^. The inten- 
sity of the mass-separated ^^Ni beam was approximately 
5 times higher compared to that with the skimmer, at the 
same ion guide pressure (500 mbar). However, with other 
improvements to the IGLIS and the separator, the authors 
could not conclude that this gain in efficiency was due to 
the SPIG alone. 

An increase in the yields of isotopes produced in light- 
ion induced fusion-evaporation reactions, using the SPIG, 
has been seen not only in the two cases listed in Table 2, 
but across a variety of elements and mass regions |21|31j . 



Interestingly, in heavy-ion induced fusion-evaporation 
reactions there is no increase in yield (Table 2). This 
has also been seen and reported in [TTj, for the reaction 
96Mo('^6Ar,3p2n)i25La. The yield of ^^SLa was reported to 
only have a slight improvement with the use of the SPIG 
(a factor of 1.3). As the primary beam is prevented from 
entering the stopping chamber in a heavy-ion reaction the 
current extracted from the ion guide is rather low, typi- 
cally a few tens of nA. This can be compared to fission in 
which a proton bombarding intensity of several /iA leads to 
an extracted current of a few hundred nA and, in light-ion 
induced fusion-evaporation reactions, a few fiA of primary 
beam leads to almost 1 fiA of detected current. The lack 
of clear improvement in a heavy-ion reaction is in fact 
suggested by the simulations of Fig. 11 in this work. As 
indicated, at low ion guide currents the ratio of the trans- 
mission efficiency of the SPIG compared to the skimmer 
reduces for heavier masses (in Fig. 11 the ratio of improve- 
ment is a factor of 2 for yl = 20 yet only '^1.2 for A — 106). 
On the other hand. Fig. 5 illustrates the sensitivity of the 
skimmer efficiency to the ion guide pressure. The pressure 
in the region between the skimmer and extractor electrode 
would need to be accurately measured before drawing firm 
conclusions. 



Table 2 

A summary of the on-line yields obtained in this work with the SPIG 
system compared to the skimmer system. 



Element 


Reaction 


Ion guide 


SPIG 


Skimmer 


SPIG 








[ions/^C] 


[ions/^C] 


gain 


«Sc 


*0Ca(p,n)40Sc 


Light ion 


109 


14 


7.8 


■■58 Cu 


58Ni(p,n)^8cy 


Light ion 


3200 


267 


12.0 1 


82y 


"''*Ni(32g^5p3n)82Y 


HIGISOL 


1000(300) 


1000(200) 


1 


112Rh 


238u(p,fission)"2Rh 


Fission 


18250 


3656 


5.0 



It is of interest to compare the space charge simula- 
tion results of Fig. 11 with that of the experimental data 
obtained in section 4. The ■*''Sc+ yields produced by the 
*'^Ca(p,n)^*'Sc reaction are shown as a function of primary 
beam intensity in Fig. 13. In this reaction a proton of en- 
ergy 35 MeV deposits 1.2 keV into 3 cm thickness helium 
gas at an ion guide pressure of 150 mbar. With an ion guide 
volume of 3 cm"^, the number of ion-electron pairs created 
per proton is ^10. There are two methods we have used in 
order to estimate the ion guide current which can then be 
compared directly with the simulation results of Fig. 11. 
The first method assumes an equilibrated charge density in- 
side the ion guide volume. For each value of primary beam 
intensity used in Fig. 13 an associated ionization-rate den- 
sity Q (pairs/cm^ s) can be calculated. The corresponding 
equilibrium density ng (pairs/cm'^) is then multiplied by 



^ The gain in efBciency with the SPIG is given with respect to data 
taken with "IGISOL-2" [21]. Typically a factor of three improvement 
in the yields was reported in I22| after the upgrade to "IGISOL-3". 
Therefore the real improvement using the SPIG compared to the 
skimmer-ring system is a factor of 4. 



the exit nozzle area (1.2 mm diameter) and the gas veloc- 
ity at the nozzle (1000 ms"'^) to provide a simple estimate 
of the current exiting the ion guide. In order to check the 
validity of this simple model we have estimated the current 
for the data shown in Fig. 18 and compared it to the mea- 
sured Faraday cup current. The results are shown in Fig. 
20 along with a linear fit to the data simply used to guide 
the eye. The fit has not been weighted with the error bars 
which are taken to be conservative 10% values of the mea- 
sured data. 

The conclusion that can be drawn from the model is that 
it overestimates the measured data by a factor of ^^6. In the 
same figure we also show the ratio of the measured current 
to estimated current extracted from the ion guide. Ignoring 
the absolute value of the ratio it is interesting to note that 
the model predicts the equilibrium of the production of ion- 
electron pairs with the subsequent recombination above a 
Q value of ~ 2 • lO^"' pairs/cm'^s. Below this ionization- 
rate density the model is no longer sufficient because the 
recombination time becomes equivalent to or even longer 
than the evacuation time of the ion guide (see the discussion 
in section 4.6). 
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Fig. 20. The current measured before the SPIG compared to the 
estimated ion guide current with a hnear fit to guide the eye (solid 
spheres). The ratio of the measured current to estimated current is 
shown as solid triangles. 

Fortunately, despite the failure of the model to accu- 
rately predict the measured ion guide current, the data 
shown in Fig. 18 can be used as a calibration curve to con- 
vert the associated ionization-rate densities of the light-ion 
reaction (Fig. 13) into an accurate value of the ion guide 
current. This cannot be done for other experimental data 
in this work, for example that of the proton-induced fission 
of ^'^^U, because an equivalent study of the ion guide cur- 
rent for that particular gas cell has not been performed. A 
summary of the data from Fig. 13 is plotted in Fig. 21 as a 
function of ion guide current, along with the overall exper- 
imental SPIG transmission reproduced from Fig. 19 and a 
simulation of the transmission efficiency for ^ = 20 for both 
the skimmer and SPIG. The relative efficiency of '*°Sc"'" is 
calculated from the measured yield (ions/s) per microam- 



pere of primary beam current, normalized to the maximum 
value for both the skimmer and SPIG data respectively. All 
other data are treated in a similar way in order to show the 
relative efficiency. It is striking to see how the combination 
of all the data sets, measured via light-ion induced fusion- 
evaporation yield studies and simulations, show a relatively 
similar overall trend in decreasing relative (transmission) 
efficiency as a function of ion guide current, with the 50% 
efficiency level clustered around 1 /xA ion guide current. 
It is not surprising to see differences between the simula- 
tions and experiment (for example how sharply or slowly 
the transmission reduces) due to unknown parameters such 
as a direct measurement of the pressure after the ion guide. 
From the measured data a transmission efficiency of 50% 
is reached at 1 /^A for the SPIG and, for the equivalent 
beam current, the skimmer only has an efficiency of 20%. 
In general the agreement between experiment and simula- 
tion is very encouraging. For the first time we have been 
able to simulate the transmission efficiency as a function of 
current for the SPIG system and to directly compare this 
with experimental data. 
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Fig. 21. Relative efficiency as a function of ion guide current. Solid 
squares show the measured SPIG transmission data of Fig. 19, solid 
spheres the relative efiiciency of *''Sc+ using the skimmer electrode, 
stars illustrate the relative efficiency of ''*'Sc+ using the SPIG, solid 
triangles show the simulation of the SPIG transmission efficiency for 
A = 20 reproduced from Fig. 11 and solid diamonds the skimmer 
simulation efficiency for A = 20. 

Finally we turn our attention to the discussion of the 
mass resolving power. This has been briefly discussed in sec- 
tion 3.4 in which, for negligible ion guide current, the SPIG 
was predicted to have a mass resolving power nine times 
higher than of the skimmer. In reality the mass resolving 
power has often varied depending on the type of ion guide 
used and the experimental conditions. The improvement of 
beam quality with the SPIG has been rarely measured to 
be more than a factor of three higher than compared to the 
skimmer. This is reflected in the simulated data shown in 
Fig. 22. The ratio of the standard deviation in the kinetic 
energy (AKE) multiplied by the root mean square value 



of the radial axis (X^ms) for the skimmer compared with 
the SPIG (estimated at the position of the extractor elec- 
trode) is plotted as a function of ion guide current. At low 
values of ion guide current the ratio is ^^10. This reflects a 
combination of higher energy spread and larger emittance 
of the skimmer electrode, thus a factor of 10 improvement 
of the mass resolving power of the SPIG. For all values of 
simulated current the SPIG has a higher mass resolving 
power, yet the improvement factor reduces as the current 
increases. In the majority of the experiments at IGISOL 
(light-ion induced reactions and proton-induced fission) the 
measured currents before the mass separator are typically 
several hundreds of nA. 

From the conversion of ionization-rate density to ion 
guide current (Fig. 18) a comparison of the simulated mass 
resolving power can be made with the measurements for the 
light-ion induced reaction of Fig. 13. The mass resolving 
power was measured in the focal plane of the mass separa- 
tor at mass A — -iO (argon) using a primary beam current 
of 1 fj,A. The SPIG had an improvement factor of 2.6 com- 
pared to the skimmer. A primary proton beam current of 
1 fiA results in an ion guide current of ^770 nA which can 
be used to extract a simulated SPIG improvement factor 
of ~3.7 from Fig. 22. Even though the pressure within the 
SPIG is unknown and the simulated mass resolving power 
is sensitive to this parameter, the comparison between sim- 
ulation and experiment is once again very encouraging. 
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of the laser ion source and the goal to achieve extremely 
high selectivity in the production of exotic radioactive ion 
beams. In the present work we have concentrated on the 
use of the SPIG as an ion transport device. Simulations 
have been performed to understand the differences between 
the transportation of ions through the skimmer and the 
SPIG system, with and without space charge effects. One 
of the more important parameters in the model that has 
not been measured directly is that of the pressure between 
the ion guide, the skimmer/SPIG device and the extrac- 
tion electrode. In principle measurements of the pressure 
distributions could be made in the future using thin static 
and stagnation pressure probes as previously discussed by 
livonen et al [32] . 

The effects of space charge have been estimated in a 
rather simple model. The radius of the charge cylinder used 
is independent of the beam current, which is unrealistic and 
directly leads to an overestimation of the charge density 
with higher current beams. Correspondingly this results 
in an underestimation of the transmission efficiency. Most 
recently more advanced simulations have been performed 
which simulate the trajectories of 500 test ions simultane- 
ously. Although this needs more computing time it gives 
the possibility to recalculate the beam current in a realis- 
tic manner each time an ion is lost. The saturation of the 
output current is clearly seen and is shown to scale with 
a V^j dependence. This agrees with more detailed simula- 
tions performed in [55]. 

For a direct comparison of the simulations with different 
ion guides and production reactions it will be necessary to 
directly measure the output current from each ion guide as 
a function of primary beam intensity. However, the good 
agreement with data from the light-ion induced fusion re- 
action presented in this work suggests we have a good un- 
derstanding of the transport mechanisms. In future mea- 
surements of ion guide efficiencies it will be important to 
deconvolute the extraction efficiency from the gas cell from 
that of the transmission through the SPIG. The saturation 
of the ion guide current is of primary interest as it indicates 
possible limitations in the ion guide technique. Experiments 
are currently underway to study this effect further both at 
room temperature and cryogenic temperature conditions. 
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Fig. 22. The ratio of the standard deviation in the kinetic energy 
(AKE) multiplied by the root mean square value of the radial axis 
(Xrms) for the skimmer compared with the SPIG, as a function of 
ion guide current. This ratio is inversely proportional to the mass 
resolving power. 



6. Conclusions 

In summary we have built an rf sextupole ion beam guide 
(SPIG) for use at IGISOL, motivated by the development 
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